A line for preparation of graphite targets for accelerator mass spectrometry (AMS) radiocarbon dating has been built in the Gliwice 14 C Laboratory. The AMS 14 C measurements of our targets are performed in the Leibniz-Labor für Altersbestimmung, Kiel, Germany. The quality of our line has been tested in two series of AMS 14 C measurements of background and Ox-II standard samples and by measurements of the amount of CO 2 released during combustion of sample-free quartz tubes. Most background contamination in the first series was introduced during combustion, which has been greatly reduced by baking quartz tubes vacuum-sealed with CuO and Ag. The residual contamination (ca. 1.5 µg C) seems to come mostly from the quartz tubes themselves. At present, most of the contamination of the background is introduced during graphitization. The reproducibility of background preparations is satisfactory, especially for samples larger than 1.5 mg, when it is better than ± 0.09 pMC. Despite still significant contamination with low-14 C carbon during the graphitization process (corresponding to 1.2 ± 0.2% of 14 C-free carbon), the good reproducibility of the results allows us to use our line in routine 14 C dating.
INTRODUCTION
In the accelerator mass spectrometry (AMS) technique of radiocarbon dating, the 14 C concentration is measured in graphite, which is prepared from the carbon contained in the sample. Graphite is pressed into a tablet, which is used as a target in the Cs-sputtering ion source of the accelerator. There are several AMS 14 C laboratories in Europe, where graphite targets are produced and measured. In some other laboratories (e.g. Sveinbjörnsdottir et al. 1993; Thomsen and Gulliksen 1992) , graphite targets are produced and measured in collaboration with the AMS labs. In the 14 C laboratory in Gliwice, Poland, a system to produce graphite targets for AMS 14 C measurements have also been built. This system is dedicated to routine 14 C dating of small organic samples, in cooperation with the Leibniz-Labor für Altersbestimmung und Isotopenforschung, Kiel, Germany (Nadeau et al. 1997 . The whole system consists of equipment for chemical preparation, sample combustion and CO 2 purification, and for production of carbon powder and accelerator targets.
Because the sample mass needed to prepare graphite for AMS targets is small (ca. 1 mg of carbon), there is a problem of purity during the whole process of preparing the graphite target. This paper presents the tests of quality of our system, performed by 14 C AMS measurements of background and Ox-II standard samples, gives evaluation of several sources of contamination, and discusses some experiments to reduce that contamination.
Preparation of Graphite Targets for the AMS 14 C Measurement
The schematic of our lines to produce the graphite targets is shown in Figure 1 . All parts of the vacuum lines, which are in contact with the sample, are made of glass, quartz, and stainless steel. The design of the graphitization reactor and the parts for cracking quartz tubes is similar to those used in the Leibniz-Labor (Nadeau et al. 1997 . In the first stage, the vacuum lines worked with an oil diffusion pump.
Organic samples are pretreated with the AAA method (acid-alkali-acid). After pretreatment, the wet sample is transferred to the quartz tube (pre-baked in 900 °C for 5 hr) and dried. The quartz tube with sample, CuO and Ag is evacuated to a pressure of 10 −4 mbar and sealed. The sample is combusted at a temperature 900 °C for 5 hr. After combustion, the quartz tube with the gaseous sample is connected to the vacuum line, evacuated to 10 −4 mbar, cracked under vacuum, and the CO 2 obtained during combustion is collected in a glass vessel in liquid nitrogen (Figure 1a ). Prior to collection of CO 2 , gaseous impurities (mostly water vapor) are trapped in a mixture of dry ice and alcohol for 10 min. An amount of CO 2 corresponding to 1 mg of carbon (controlled by measuring pressure in a known volume) is then separated and transferred to the reduction line ( Figure 1b) . Graphite is obtained by the reduction of CO 2 in hydrogen over an iron catalyst at 600 °C, and it is deposited on the iron powder. Before the reduction of CO 2 , the iron powder is oxidized (15 min), and then reduced in hydrogen (30 min), both processes kept at 400 °C. After the graphitization is completed, the mixture of carbon and iron is pressed into a target holder and stored in argon until measurement. Details of our system and procedures are described by Goslar and Czernik (2000) .
QUALITY TEST OF OUR SYSTEM
To test the quality of our system, we prepared several samples of 14 C background (coal) and standard (Ox-II). These tests were performed in two series. In the first series, we followed the procedures described by Goslar and Czernik (2000) . Then we made several experiments to improve our system, and checked our achievement in the second series of 14 C measurements. This series shows (Figure 2a ) an increase of background with decreasing sample mass, related to a constant amount of impurity introduced during preparation (e.g. Vogel et al. 1987) . Extremely high contamination (>1 pMC for combustion mass >1 mg C) occurred when the quartz tubes with Ox-II and coal were pumped out simultaneously at the same vacuum line (Figure 1a) . We observed then a piece of the Ox-II raised/blown from the tube into the vacuum line. It can not be excluded that some parts of it did also fall into the tubes with coal. Another source of contamination might be the quartz tubes themselves, when they were not pumped sufficiently out (cf. section below). The Ox-II samples were obviously contaminated with "older" carbon, this contamination being quite variable (corresponding to 1.5−3% of 14 C-free carbon; Figure 2b ).
Experiments with Lowering Contamination During the Combustion Process
The contamination level is a sum of mass-independent and mass-dependent fractions. The mass dependent fraction is due to contamination introduced in the pretreatment and combustion steps. It is generally accepted that the contamination may come from the walls of the tubes (Vogel et al. 1987) or CuO (Vandeputte et al. 1998 ) used for combustion, or from degassing grease and other components of the vacuum systems. It has also been shown that most impurities from tubes and CuO can be eliminated by baking at high temperature (Vandeputte et al. 1998; Kirner et al. 1995; McNichol et al. 1995; Pearson et al. 1998) . To reduce the contamination in our system, we have made several trials with combustion of sample-free quartz tubes and we checked our progress by measuring the amount of CO 2 released from cracked tubes, using a calibrated vacuometer (with accuracy of ca. 10%). These experiments (numbered from 1 to 9) are listed in Table 2 and described in detail below. The results of particular experiments are shown in Figure 3 .
It appeared that sealing the evacuated tubes under good vacuum is critical for the contamination level. Some tubes sealed under small leakage (Table 2, Figure 3 ; experiment 1) gave a large contamination of samples. This effect may explain the outlying results in the first series of background tests.
In our experiments we used quartz tubes combusted with CuO baked in oxygen (the standard method, used in the first series of AMS 14 C tests), and also with fresh CuO, and with CuO baked in air in a muffle oven (experiments 2−4). Surprisingly, the amount of CO 2 obtained in these procedures appeared not dependent on the CuO preparation method and it corresponds to about 5.8 µg of carbon.
Significant reduction of contamination was observed when the quartz tubes sealed with CuO and Ag under vacuum were baked in 900 °C, opened in an atmosphere of oxygen, filled with the sample and only then sealed under vacuum for combustion (experiments 5 and 6). This lowered the contamination to 1.80 ± 0.30 µg. In this part of our experiments we also used different amounts of CuO, showing that the contamination was not dependent on CuO mass (Figure 3 ).
At some stage we got a new batch of quartz tubes (experiments 7−9), which appeared much cleaner than the former ones (cf. experiments 2−4 and 7−9 in Figure 3 ). Contamination of vacuum-baked quartz tubes from the new batch corresponds to 1.4 ± 0.2 µg of carbon.
Second Series of 14 C Measurements
All the combustions for the second series of 14 C tests were made in the vacuum-baked quartz tubes from the second batch. We proceeded with our coal and Ox-II, as well as with portions of coal and Ox-II supplied by the Leibniz-Labor. We also graphitized comparison CO 2 samples from IAEA C1 (Carrara marble) and Ox-II materials prepared at the Leibniz-Labor.
Before preparation of the second series of samples, we replaced the diffusion pump with turbomolecular pump and introduced a liquid nitrogen trap to freeze vapours close to the main body of the line. Since then, we obtain a much better vacuum. Also we avoided pumping out the line with the rotary pump. Figure 2 Results of 14 C AMS measurements of background (a) and standard (b) samples prepared in the Gliwice 14 C Laboratory. o -first series; + -second series of preparation. The error bars represent solely the precision of AMS measurement. The sample marked with horizontal arrow was prepared from CO 2 supplied from conventional 14 C laboratory (sample mass about 5 g C). Solid lines in part "a" show functions fitted to first series (thinner line) and second series (thicker line) of results (with parameters given in Table 3 ). Two dashed lines represent uncertainty of background in the present state of our system. Dashed line in part "b" represents "true" 14 C concentration in the Ox-II samples.
14 C measurements of the first series of Ox-II samples indicated serious and variable contamination with carbon of lower 14 C activity. Significant reduction of that contamination has been obtained in the second series (Table 1 and Figure 2b ). The agreement of the results obtained for targets from Gliwice and Kiel Ox-II batches, and for samples combusted in the two laboratories strongly suggest that the contamination is introduced during graphitization and/or cracking of the quartz tubes. The latter possibility, however, seems less probable, since the contamination is independent of combustion mass. Moreover, cracking of the uncombusted quartz tube released less than 1 µg C (experiment 9). The contamination seems rather constant (corresponding to 1.2 ± 0.2% of 14 C-free carbon), which is quite acceptable in routine 14 C dating. Significant improvement in the second series has also been obtained for background samples (Table 1 and Figure 2a) .
Evaluation of Contamination Sources
Using the mass-dependence of the 14 C concentration in background samples we tried to recognize the sources of contamination in our system. One would expect that contamination with a constant amount of modern carbon during combustion would lead to 14 C concentrations inversely proportional to the combustion mass. Similarly, a constant amount of contamination introduced during graphitization would effect a similar dependence of 14 C concentration on graphitization mass. The third component (A o ) may give a constant contribution to 14 C concentration. It appears when the amount of contamination is proportional to the graphitization mass (e.g. when C-containing vapours are released from the reactor elements proportionally to CO 2 and H 2 pressure). Hence, 14 C concentration in the background sample (A b ) may be expressed with the equation:
(1) Figure 3 Amount of carbon released after combustion of sample-free quartz tubes. The numbers 1 to 9 correspond to experiments listed in Table 2 and described in the text. Different symbols were used to distinguish the results of different experiments. The mean masses of carbon released from not vacuum-baked and vacuumbaked tubes of the first batch are given.
where m denotes mass of sample (in terms of mass of carbon), c = mass of contamination, and A = 14 C concentrations in contamination, and indices c and g denote combustion and graphitization, respectively.
The contribution of three background components has been estimated by multiple linear regression of 14 C concentration versus inverse of combustion mass and graphitization mass. The results (Table  3 ) indicate significant contribution of mass-independent component A o (i.e. of contamination with amount proportional to sample mass), and suggest a reduction of the combustion contamination in the second series. The component dependent on graphitization mass remains unclear, but probably negligible.
Significant reduction of the m c -dependent contamination has been suggested by direct measurements of the CO 2 amount released from combusted sample-free quartz tubes (Figure 3) . Two potential sources of contamination are carbon impurities in the CuO and the quartz itself (Vogel et al. 1987; Vandeputte et al. 1998) . Comparison of c c and regression parameter k c (Table 3) Vandeputte et al. (1998) . This would suggest that the main source of radiocarbon in the first series of combustions was copper oxide. This contamination seems entirely removed by vacuum-baking of quartz tubes (experiments 5 and 6, cf. Figure 3 , Table 2 ), after which no dependence between amount of released CO 2 and amount of CuO was observed. This means that the residual contamination (1.8 µg C, cf. Figure  3) comes mostly from the quartz itself. The 14 C content of this carbon seems similar to modern, but its exact value remains unknown.
Judging from experiment 8 (Figure 3 ) one would expect still lower combustion contamination in the second series of AMS measurements, where the new batch of quartz tubes was used. The mean amount of released carbon (1.4 µg) seems concordant with the best estimate for k c (0.15 mg × pMC), but the error of the latter estimate is large, and it cannot be used as a confirmation of the CO 2 -release tests.
The constant component A o seems similar, or even the same, in both series, and it appears to be the main component of background for samples larger than 1 mg C. Presumably, it is introduced during graphitization, an effect confirmed by 14 C measurements of the IAEA C1 sample. The CO 2 of that sample has been graphitised in our line, giving 0.33 ± 0.02 pMC. This is much higher than the 0.08 ± 0.03 pMC obtained for samples graphitised from the same CO 2 in the Kiel laboratory (Nadeau et al. 2001) . As the machine blank in the Kiel accelerator is 0.02 ± 0.01 pMC, the contamination introduced in our line is between 0.25 and 0.3 pMC. The lower limit of that range represents the case where the CO 2 from C1 carbonate prepared in Kiel has 0.1 pMC, which is not excluded judging from the studies of Schleicher et al. (1998) . At any rate, our constant component A o is distinctly larger than in the Kiel system.
The large reduction of the Ox-II standard contamination in the second series (from ca. 3% to 1%) was not accompanied by a similar reduction of background contamination. This indicates at least two sources of contamination with different 14 C concentration. One source in the first series might be oil vapors (of diffusion as well as rotary pumps), which has been eliminated after application of the turbomolecular pump. The other sources, however, remain unknown. The precision of 14 C dating is limited by the reproducibility of background and standard (Ox-II) contamination, expressed by the scatter of data points in Figures 2a and 2b . The high scatter of background points in the first series was determined mostly by three points >1 pMC, either contaminated with Oxalic Acid or not sufficiently pumped out because of leakage. The reality of the above causes seems to be confirmed by the second series, where the leakage and presence of Oxalic Acid were avoided and where such a high contamination of background did not occur. In that series, background reproducibility is still not ideal, as shown by significant 14 C difference for two points at about 0.7 mg C. The higher 14 C concentration (sample GdA-60) has been obtained from a quartz tube, where patches of rough surface appeared on its outer wall after pre-combustion. These patches caused troubles with pumping out, and forced us to cut the tubes (and to connect them to the vacuum line) twice. Similar troubles occurred with one tube from experiment 8 in Table 3 (marked with "?" in Figure 3 ). Now we can avoid the patches (by rinsing the tubes extremely thoroughly) and confirmation of their influence on the background will require further 14 C measurements. Up to now, we must attribute the scatter of our background to the uncontrolled variations of combustion contamination, which determines the 1-σ interval of our background. The uncertainty of the background (Figure 1 ) is dependent on sample mass, and seems to be ± 0.13 pMC and ± 0.09 pMC for samples of 1 mg C and 1.5 mg C, respectively. The corresponding error of dating (ca. ± 40 yr for samples 10 ka old) allows us to use our line in routine 14 C dating.
CONCLUSION
A comparison of two series of AMS 14 C measurements of background and standard (Ox-II) samples prepared in our laboratory indicated significant improvement in sample preparation purity. The main source of contamination introduced during the combustion appears to be the walls of the quartz tubes. That contamination has been lowered by pre-combustion of vacuum-sealed tubes, and currently the main source of contamination of background samples is graphitization. The reproducibility of background preparations is satisfactory, especially for samples larger than 1.5 mg C (better than ± 0.09 pMC). Despite still significant contamination with low-14 C carbon during the graphitization process (corresponding to 1.2 ± 0.2% of 14 C-free carbon), good reproducibility of results allows us to use our line in routine 14 C dating.
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